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distribution was calculated with the isocenter placed at the 
actual isocenter, ie. corrected for the set-up error. The 
Cumulated Dose Distribution (CDDall) was calculated as the 
sum of all dose distributions for each single fraction. Next we 
calculated the Mean Dose Distribution MDDN obtained for 
mean setup error of N = 2, 3, …,15, 20 and 25 first fractions. 
All dose distributions were saved in the DICOM RT Dose 
format and exported to Verisoft (PTW). The Verisoft software 
was used for comparison of the MDDN with CDDall. The gamma 
concept with 2mm and 2% of max dose was used for 
comparison of each pair of dose distributions. 
Results: For 3D technique for all pairs of dose distributions 
the gamma index was always smaller than 1 in at least 75.9% 
of voxels. For mean dose distributions calculated from at 
least 7 first fractions (MDDN>6) for all patients, but one the 
gamma index was smaller than 1 for at least 95% of voxels. 
For IMRT technique the gamma index was always smaller than 
1 in at least 81.3% of voxels. For this technique for the MDD 
calculated from at least 8 first fractions (MDDN>7) for all 
patients the gamma index was smaller than 1 in at least 95% 
of voxels. For VMAT technique the gamma index was always 
smaller than 1 in at least 86.1% of voxels. For this technique 
the MDD calculated from at least 3 first fractions (MDDN>2) for 
all patients the gamma index was > 1 in at least 95% of 
points. Results are presented in Figure 1. 
 
Figure 1. Results of Gamma index based comparison of 3D 
dose distributions for 25 patients. 
 
Conclusions: The cumulated dose distribution CDDall can be 
estimated with the dose distribution calculated as a mean 
dose distribution calculated with at least 8 fractions 
regardless of the technique. For VMAT technique the CDDall 
may be estimated with 3 first fractions only. 
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Purpose/Objective: To evaluate the accuracy of a stereo 
ToF-system for patient positioning in radiotherapy. 
Materials and Methods: We retrospectively analyzed data 
from 150 fractions of thorax, pelvic-prostate, and head and 
neck cancer treatments (50 for each location). First, the 
patient was placed thanks to a system of lasers and tattoo 
points. Then kV images were acquired to improve the 
positioning using bone structures registration. The applied 
table shifts were recorded. Using two ToF cameras mounted 
on the ceiling of the radiotherapy treatment room, two ToF 
images at a same breathing phase were recorded: one before 
and one after the table shift. These two images were then 
rigidly registered and the obtained displacements were 
compared to the image based displacement. 
Results: We obtained mean absolute errors of 0.8 ± 0.7 mm 
for all localities along the vertical and longitudinal axes, and 
0.7 ± 0.6 mm along the lateral axis. Our results showed an 
improvement compared to the two commercialized systems 
that use the patient surface for positioning: the Sentinel form 
C-RAD and the AlignRT from VisonRT. The obtained errors are 




This table indicated a full norm displacement of 0.8 ± 0.7 mm 
in comparison to 2.16 ± 1.5 mm in the case of the AlignRT. 
Similarly, for pelvic regions, our system showed better results 
(0.7 ± 0.6 mm, 0.7 ± 0.6 mm, and 0.6 ± 0.4 mm for the 
vertical, longitudinal, and lateral axes respectively) in 
comparison to the Sentinel system (2.9 ± 2.0 mm, 3.4 ± 2.2 
mm, and 2.5 ± 2.3 mm along the same three axes). 
Conclusions: Our ToF-system ensures a sufficient accuracy 
for patient positioning in radiotherapy. The next step will be 
to integrate a patient-specific model in order to link the 
patient surface deformations to the internal deformations 
and enhance the accuracy of tumor and organs at risk 
positioning. 
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Purpose/Objective: The purpose of this study was to develop 
a method to use adaptive planning on Tomotherapy with 
deformable registration. The existing method is a new CT 
scan when large variations in patient anatomy, e. g. tumour 
shrinkage, are introduced during treatment. When a new CT 
scan is made on patient undergoing treatment, redelineation 
of structures, reoptimisation and QA measurements are 
